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Background: Functional electrical stimulation (FES) applied via transcutaneous electrodes is a common
rehabilitation technique for assisting grasp in patients with central nervous system lesions. To improve the
stimulation effectiveness of conventional FES, we introduce multi-pad electrodes and a new stimulation paradigm.
Methods: The new FES system comprises an electrode composed of small pads that can be activated individually.
This electrode allows the targeting of motoneurons that activate synergistic muscles and produce a functional
movement. The new stimulation paradigm allows asynchronous activation of motoneurons and provides controlled
spatial distribution of the electrical charge that is delivered to the motoneurons. We developed an automated
technique for the determination of the preferred electrode based on a cost function that considers the required
movement of the fingers and the stabilization of the wrist joint. The data used within the cost function come from
a sensorized garment that is easy to implement and does not require calibration. The design of the system also
includes the possibility for fine-tuning and adaptation with a manually controllable interface.
Results: The device was tested on three stroke patients. The results show that the multi-pad electrodes provide the
desired level of selectivity and can be used for generating a functional grasp. The results also show that the
procedure, when performed on a specific user, results in the preferred electrode configuration characteristics for
that patient. The findings from this study are of importance for the application of transcutaneous stimulation in the
clinical and home environments.
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Functional Electrical Stimulation (FES) provides control
signals to peripheral motor systems that are compro-
mised after a central nervous system lesion (stroke,
spinal cord injury, etc.). The use of FES combined with a
splint for grasp control was introduced by Long and
Masciarelli [1] to assist patients with tetraplegia. A
group from the University of Ljubljana, Slovenia [2,3]
suggested the use of two-channel electrical stimulation
to control hand opening and closing in patients with
tetraplegia. This research led to the first therapeutic ap-
plication of FES, which resulted in significant carryover
effects [4]. The results of these studies and many others* Correspondence: nebojsa.malesevic@tecnalia.com
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reproduction in any medium, provided the orthat followed led to the development of commercial pro-
ducts for therapy such as the Ness H200, Bionic Glove
and other similar systems [5,6].
More recently, the carryover effects of electrical stimu-
lation have been recognized by clinicians, and several
therapeutic methods have evolved [7]. Intensive exercise
augmented by FES, termed functional electrical therapy
(FET), provided evidence that there are rehabilitation
benefits from effective electrical augmentation of move-
ment during the period when this function is not achiev-
able [8,9]. A therapeutic FES system comprised four
pairs of relatively large surface electrodes as an interface
between the electronic stimulator and tissues.
The common problems in this scenario were 1) dis-
comfort, 2) insufficient selectivity, and 3) fast fatigue. All
three of these problems could be partly eliminated by
the use of multi-pad electrodes instead of large single-
pad electrodes [10]. The discomfort comes from theral Ltd. This is an Open Access article distributed under the terms of the Creative
ommons.org/licenses/by/2.0), which permits unrestricted use, distribution, and
iginal work is properly cited.
Figure 1 Asynchronous stimulation of motoneurons with the
multi-pad electrode. Stimulation pulses (right panel) are time
shifted and delivered to different tissues to activate portions of a
single muscle or multiple muscles. The black circles (left panel)
indicate selected pads that produce the desired muscle activation
by sending charge to targeted regions in the tissues beneath the
electrode.
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synchronous activation of all motor units within a single
muscle. When large electrodes are applied, many moto-
neurons are activated, which results in the coactivation
of various non-synergistic muscles. In short, if the elec-
trodes are not positioned appropriately, then the desired
movement will not be generated and function will not
be achieved.
Finally, the firing rate of a motor unit under natural
control is typically low (5 Hz), and a fused contraction
results from the asynchronous contraction of several
motor units. In contrast, FES activates many motor
units simultaneously, and non-physiological frequencies
(>20 Hz) are required for fused contraction, leading to
a much faster occurrence of muscle fatigue.
The suggestion to use multi-pad surface electrodes
was introduced in parallel with the development of
multichannel electronic stimulators for arm and hand
control in patients with tetraplegia [11,12]. Detailed
maps for the stimulation of forearm muscles were pre-
sented by Nathan [13]. This study showed that there is
major inter-subject variability.
Several research groups were involved in the design of
multi-pad electrode stimulation systems along with con-
trol algorithms for various applications. The first prac-
tical system was reported by Fujii [14]. Elsaify followed
this principle and suggested the use of muscle twitch re-
sponse for shaping an optimal electrode [15]. A group
from Eidgenössische Technische Hochschule (ETH)
Zurich designed textile multi-pad electrodes with the
appropriate control algorithm [16,17]. O’Dwyer incor-
porated wearable feedback sensors in his system and
defined control based on sensory inputs [18]. The develop-
ment of the "Actitrode" system [19] was part of the effort to
facilitate the application of multi-pad electrodes. Detailed
research led to a methodology for the minimization of
non-desired movement (wrist interference when grasping)
in patients with tetraplegia [20]. The results when applying
the multi pad electrodes show that the required electrical
charge can be delivered at current densities that do not
cause more discomfort to the user than the application of
large surface electrodes.
We compared the force generated via multi-pad elec-
trodes vs. large electrodes (conventional method). The
results showed that the fatigue induced by stimulation
was postponed when using four cathodes instead of a
single cathode over the Quadriceps m. of patients with
chronic tetraplegia [21,22]. A charge delivered through
four electrodes at low frequency asynchronously acti-
vated different motoneurons and resulted in a fused con-
traction. This force was similar to the force resulting
from high-frequency activation via a conventional large
electrode. This finding was also observed for Triceps
Surae m. by Nguyen et al. [23].We present herein a grasping control system compri-
sing 1) a multi-pad electrode, 2) hardware capable of
distributing stimulation and 3) control with feedback
from wearable sensors (Figure 1). This work follows sev-
eral previous studies by our group [24-27].
Methods
Design considerations
The application of the small pads will result in a loca-
lized electrical field that decreases spreading of currents
to motoneurons of adjacent muscles or even to the same
muscle. In an electrical sense, this feature enables con-
trolled charge distribution to selected motoneurons.
If the activation of individual pads is asynchronous
with short delays, then there will be a superposition of
muscle forces but not action potentials. The delay
between the pulses must be short enough to allow the
summation of contractions. This allows the use of a
lower stimulation frequency on each site and the activa-
tion of the muscle in a more physiological order, poten-
tially postponing fatigue.
We termed the new system INTelligent Functional
Electrical Stimulation (INTFES). The INTFES multi-
plexes charge pulses from a single pulse train to different
conductive pads (Figure 2) using a fast switching system
that is synchronized with stimulation pulses. This design
reduces the number of high-voltage stimulator outputs
to only one and allows a reduction of stimulator size,
weight and power consumption.
The INTFES independently adjusts the pulses that are
routed to each pad. The system controls the amplitude I;
pulse duration T; Inter Pulse Interval (IPI = 1/f ) within
the range of 1 – Tp/n (ms), where Tp is stimulation
Figure 2 Stimulation paradigm with single-pad electrode (left
panel) and multi-pad electrode (right panel). The multi-pad
electrode has an arbitrary number and shape of pads.
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and the interval between the beginning of train pulses
τ= 1/ ω (ms). The IPI and Tp have three distinct effects:
1. The stimulation of different motor units of a single
muscle or synergistic muscles asynchronously via
several pads at a high frequency f. This stimulation is
achieved with the bursts of n pulses sent to n pads
during a single refractory period Tp < 5 ms. The
observed effect is the same as that of synchronous
stimulation of several pads because very short Tp and
IPI impede the occurrence of consecutive action
potentials on the same motor unit. This protocol
requires stimulation frequencies with ω between
20–50 Hz (τ= 50–20 ms).
2. The stimulation of different motor units of a single
muscle or synergistic muscles asynchronously via
several pads at lower frequency (f ) with an IPI
between 5 and 10 ms. In this regime, when
various pads activate the same motor unit, the
net effect is an “an-let” that produces a shorter
muscle force-time interval and higher force
compared with a single pulse stimulation of the
same motor unit [28-31]. This protocol requires
stimulation frequencies with ω between 20–50 Hz
(τ= 50–20 ms).
3. Stimulation of different motor units of a single
muscle or synergistic muscles asynchronously via
several pads at low frequency ω < 20 Hz and
T+ IPI = 1/nω. The stimulation of each individual
pad therefore contributes to the overall generated
force, which can be maintained at the required level
of strong fused contraction, while the frequency of
action potential generation on each motor unit can
be lowered to reduce muscle fatigue [21-23].Stimulation hardware
Stimulator Overview. The architecture of INTFES
(Figure 3) follows the concept of the distributed multi-
pad stimulation paradigm described earlier. The stimula-
tor output stage is a single high-voltage stage with a
controlled current. The performance specifications are
listed in Table 1. All of the parameters can be pro-
grammed and monitored using a program supplied with
the INTFES or with a custom-made program running on
a PC. Communication with the PC is realized via a Blue-
tooth interface. In addition, the stimulus amplitude can be
adjusted by directly using the touch keys on the device.
Technical specifications
Microcontroller. We use an 8-bit ATmega1284P (Atmel,
California) operating at 11 MHz with 128 k bytes of In-
System Self-Programmable Flash memory (Figure 3).
This microcontroller has two wire interface (I2C) mod-
ules capable of a data transfer speed of up to 400 kHz,
two 16-bit timers and two 8-bit timers, an SPI interface
and two universal synchronous/asynchronous receiver/
transmitters (USARTs). The microcontroller controls all
peripherals, including the multi-pad electrodes, and it
acts as a slave device to a host controller (PC, Smart-
phone, etc.).
Power supply. The INTFES device is battery powered,
which protects it from hazardous current loops with
other devices connected to the grid. The power supply is
based on an incorporated Li-ion rechargeable 7.4 V, 750
mAh battery and includes a monitoring chip for battery
capacity level. The device has two isolated parts: 1) con-
trol logic with high voltage source and 2) slave logic for
controlling of multi-pad electrodes and analog inputs.
This is a safety feature that eliminates the possibility of
current loops between the high voltage source and an
electrode printed circuit board (PCB) or malfunctioning
sensor.
Charging of INTEFES occurs by an external 12 V vol-
tage charger via a battery charging chip that provides
optimal charging stages for prolonged battery life. To
protect the user, the device cannot be turned ON during
charging.
The output stage (current control). The output stage of
the stimulator is limited to 94 V. This voltage is gener-
ated by a step-up DC/DC converter MAX773 (Maxim
Integrated Products, Sunnyvale, CA, U.S.A.). The output
current is generated in an H-bridge configuration that
generates symmetrical biphasic pulses; its amplitude is
defined using an 8-bit D/A convertor, and its duration is
defined by two 16-bit timer modules in a microcontrol-
ler responsible for the direct and compensatory pulse.
Analog inputs and multi-pad electrode control. For
safety reasons, analog inputs and multi-pad electrode
control logic are isolated from high voltage circuitry with
Figure 3 INTFES stimulator: block diagram (left panel) and the front panel of the INTFES (right panel). The letters at the right panel
represent a) Status LED, b) Battery charger LED, c) Battery charger connector, d) Analog inputs connector, e) Esc key, f) Electrode cable
connectors, g) 2-line LCD display, h, j) Arrow (# and ") keys for amplitude adjustment, i) Enter and on/off key, k) Trigger button.
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MA, U.S.A.) and a DC/DC power supply ISF0505A. We
used MCP3208 (Microchip, Chandler, Arizona, U.S.A.)
with 6 12-bit channels.
Communications. A Bluetooth module WT12-A-AI
(Bluegiga Technologies Inc., Espoo, Finland) maintainsTable 1 Stimulator technical specifications
Dimensions 115 × 72 × 25 mm
Mass 0.17 kg
Battery 7.4 V 750 mAh, integrated
rechargeable Li-Ion
Operation time > 3 hours continuous use
Battery charger input 12 VDC, >500 mA, wall adapter
Battery charging time < 3 hours
Number of channels 1
Number of multi-pad electrodes 2
Number of fields per electrodes 16
Stimulation waveform Biphasic charge compensated,
constant current pulses
Intensity (current) 0 – 50 mA (default 10 mA)
Stimulation frequency 1 - 50 pulses per second
(default 50 pulses per second)
Pulse duration 50 – 1000 μs (default 250 μs)
Maximal stimulation voltage 94 V
Permitted output impedance 0 – 1.5 KΩ
Type of analog inputs Voltage
Range of analog inputs 0 – 3.3 V
Number of analog inputs 6
ADC resolution 12 bit
Sensor power supply output 3.3 V, 100 mA
Communication type Bluetooth 2.0 + EDR
Communication range 10 mcommunication between the INTFES device and the
host controller. Bluetooth communication provides iso-
lation from the grid and remote control of the device
using any device with a standard Bluetooth module.
Using this communication, the host can set all of the
stimulation parameters, initiate a stimulation protocol,
activate the pads and read analog signals and locally cal-
culated parameters. The guaranteed delay in any read/
write is 15 ms, which, for a relatively slow physiological
system, permits real-time control in the INTFES stimu-
lator or within the host controller. Thus, an algorithm
can be executed by the microcontroller, but if its com-
plexity becomes too high for the 8-bit processor, the
host can co-opt some of the decision process and return
command to the stimulator. In the case of recovery as-
sessment or centralized database logging, it is possible to
establish a link between the host controller application
and a remote service. The Bluetooth link also allows the
change of stimulator firmware.
Multi-pad electrode. The INTFES multi-pad electrode
described here is custom-made for the activation of the
forearm muscles responsible for grasping (Figure 4). The
stimulation electrode structure comprises four layers: a
polyester substrate, an Ag/AgCl electrode matrix, an
insulation coating, and a conductive hydrogel. The
stimulation electrode is attached to the skin with adhe-
sive conductive gel (Axelgaard AG702 as in [32])
selected for an optimal skin-electrode interface. The
relatively high impedance of the chosen hydrogel
allowed us to use a single sheet of gel over all the con-
ductive pads because high resistivity prevents lateral
current spreading and steers current through the thin
layer of gel. This effect was verified in healthy human
experiments described elsewhere [33,34]. In parallel, the
use of individual gel pads was determined to be much
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custom-made electrode has an outer switching layer
made of pressure-sensing material. Pressure sensors dir-
ectly overlap stimulation pads and allow switch-on and
switch-off of the pad at any time, as described in our pa-
tent claim [35].
To minimize the number of leads connecting the
stimulator unit to the electrode, multiplexing of the
stimulation pulses is performed in the electrode con-
nector (Figure 4). The INTFES connector also contains
signal conditioning electronics for the pressure sensor
layer that detect pressed pads based on a defined thresh-
old. There are seven total leads (2 for I2C protocol, 2 for
power supply, sensory output, stimulation and enable)
for any number of pads within the multi-pad electrode.
Control software. The control software is an applica-
tion running on a host controller. The communication
protocol is supported by several programming languages
(C, C#, JAVA, LabView, MATLAB), enabling custom-
made control software to be developed for a preferred
platform. We developed user applications in a .NET
environment for Windows and JAVA for Android (ver-
sions 2.3 and newer) for the setting of the stimulation
parameters, and our optimization algorithm was devel-
oped in LabView (National Instruments, U.S.A.). Stimu-
lation can be initiated or terminated promptly using
control software, and it has the highest priority in the
INTFES system.
Feedback sensors. The INTFES stimulator comprises
six analog inputs that can be used for online feedbackFigure 4 Multi-pad electrodes with the pressure sensor layer
(left) and the universal contact layer covered with hydrogel
(right).control of the stimulation parameters. We designed a
custom sensor system for grasp assessment. The sensors
were integrated into a garment made of elastic material
that allows breathing of the skin and covers only the
proximal part of the hand and wrist (Figure 5) [36]. The
glove had a zipper on the palmar side to facilitate
mounting and positioning on the "clawed" hand (fingers
flexed at the distal phalanges) in stroke patients. Because
the sensors can only measure bending in a single direc-
tion, two out of six 12.5 cm long flex sensors were
placed in opposition in the “pockets” sewn on the gar-
ment over the wrist to measure flexion and extension.
The other four flex sensors were placed in the pockets
over the four metacarpals and the metacarpo-phalangeal
joints (all fingers except the thumb). To avoid creasing,
we designed and fabricated special rings that have a
small opening through which the flex sensors can slide
[37]. The rings were fabricated of thermo plastic. One
side of the rings is open to allow adaptation of the radius
size according to the size of the fingers. The power
supply for all of the sensors (current control) was
assembled in a small box that was attached to the
elastic band placed around the distal forearm. One
side of the band had Velcro tape stitched on a small
area on a dorsal side of the forearm. Once the gar-
ment was placed on the hand, the two sensors on theFigure 5 Sensor system for the assessment of the effects of
stimulation. The flex sensors are affixed with special rings, and the
glove is applied using a zipper interface. The electronics for
processing are integrated into the system. The outputs are finger
flexion/extension and wrist flexion/extension movements.
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Velcro tape to prevent them from sliding out from
their pockets during wrist movement.
Stimulation software
Preferred electrode selection. The first step in any appli-
cation of the INTFES device is tuning the active surface
(selecting the number and position of active pads and
setting the current intensities in each active pad). A
look-up table is provided that provides information
about pad number and orientation and current inten-
sities for desired finger movements, such as grasp gener-
ation or augmentation, with minimal wrist interference
(an example is provided in Figure 6).
From the example in Figure 6, one can derive a rule-
based logic that can be implemented in the grasp control
algorithm. Pad 5 does not produce any response, and it
should not be selected as a part of the active surface.
Pads 2, 3 and 4 (Intensity 1) all move the same finger, A;
therefore, these pads can be activated asynchronously
with lower stimulation frequency on each pad, which
can possibly postpone fatigue. Pad 1 activates only the
wrist. Lower current intensities on this pad can be used
to stabilize the wrist during finger extension. Pad 3 acti-
vates more than one finger, and Pad 4 produces add-
itional activation of the wrist with higher currentFigure 6 Sample look-up table for use after the electrode
active surface tuning process. Fingers A, B and C were arbitrarily
used as examples.intensities. These pads can be included when the activa-
tion of multiple joints is required. Based on the pro-
posed logic, after testing muscle responses for each of
the electrode pads, an automated algorithm must be
used to determine the preferred electrode number and
position of active pads (stimulation active surface) and
current intensities that produce the desired movement.
The term “preferred” is dependent on the application,
and in the case of grasp generation, it is used to describe
finger flexion/extension and a stable wrist. “Stable wrist”
is a term describing the minimal excursion of the wrist
during finger opening and closing. The selection of a
preferred active surface can be static, meaning one set of
pads is used for each type of movement (i.e., different
types of grasps), or dynamic, meaning several sets of
pads are used depending on the position of the forearm.
Dynamic selection (dynamic compensation) is necessary
in tasks that involve movement of the skin with respectFigure 7 The algorithm for automatic setup.
Figure 8 Algorithm for the manual setup of the preferred
electrode with touch sensors (adapted from [35]).
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pronation. Once defined, all of the stimulation patterns
can be activated by a real-time controller, reducing the
number of controllable parameters in the open loop sys-
tem. In closed loop systems, the derived look-up table
represents the initial state of the controllable para-
meters, which can be further adjusted to achieve a
defined goal by increasing/decreasing stimulation inten-
sities or activating additional pads if necessary.
Setup of a preferred electrode for patients
The stimulation pattern during selection of the preferred
electrode exploits muscle twitch responses generated by
a short stimulation train (ST). The output was assessed
by the sensor system described above. Muscle twitches
that occur shortly after stimulation pulses were chosen
because the output of the twitch strongly correlates with
the muscle force produced by continuous stimulation
[38]. The advantage of the “twitch protocol” is its short
duration (<500 ms per stimulation parameter), which
allows automatic testing of several stimulation intensities
in a short interval. Our setup protocol is described in
Figure 7 and uses 5 pulses at 40 pulses per second (pps)
to each pad. The controller reads sensor outputs during
the following 0.5 s. This procedure is repeated for all
pads and current intensities specified at the beginning of
the setup by the user. As a safety and control feature,
the user can observe stimulation parameters in progress,
skip pads that produce discomfort and abort stimulation.
User control is implemented in the control software with
visual representation of available commands.
Based on recorded sensory signals, the algorithm selects
the preferred pad configuration with the appropriate
current intensities. The preference algorithm is based on
minimal wrist movement and large joint excursions in the
fingers required for grasp. A custom subprogram in Lab-
View 8.2 was designed to define the preferred electrode
position and current intensity for effective hand closing/
opening (grasp) and wrist stabilization. This routine ran
automatically after completion of the stimulation protocol.
To achieve this outcome, we calculated relative angular
amplitudes for each stimulation train (32 pads × 5 current













1 48 Male 2 1+ right
2 51 Male 12 3 left
3 60 Female 31 2 right
Figure 9 Signals recorded with flex sensors in the twitch setup protocol. Three marked regions are presented at a different scale in
Figure 10.
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custom cost function for calculating grasp quality:
qf ið Þ ¼ Σ
small
index











Wf Af iþ 1ð Þ þ Σ
ext
flex








Wf Af i 1ð Þ þ Σ
ext
flex
WwAw i 1ð Þ
  ð1ÞFigure 10 Selected signals from Figure 9 corresponding to pads 5 anqf represents the flexion quality factor of the i-th ST, Wf
represents the weight factor for each finger, Af represents
the flexion amplitude of a finger, Ww represents the
weight factor for wrist movement, and Aw represents the
bending amplitude of the wrist. The presented cost func-
tion takes into account neighboring ST-s if they originate
from the same active pad, favoring pads to which an in-
crease of current intensity gradually increases all flexions.
If it is the first or last current amplitude of an active pad,d 8 on the dorsal side of the forearm and pad 5 on the volar side.
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current amplitude and (i-2) instead of (i + 1) for the last
amplitude. The gradient is based on the quality factor; all
pads and their current amplitudes are rated, and the pads
with the largest quality factor are selected as preferred.
Application of the quality factor produces a list of pads
and current intensities for functional movement (as in
Figure 6). A similar strategy was used for grasp optimization
by Popović and Popović [20].Figure 11 Pads selected for hand opening A (electrode placed
on dorsal aspect), grasping B and wrist stabilization C
(electrode placed on volar aspect) for 3 patients.As an alternative to automatic selection of the preferred
electrode, the INTFES system also allows a “manual proto-
col” for selecting active pads and determining current
amplitudes (Figure 8). This feature is designed for trained
professionals and individual therapy modifications. By
touching pressure sensors located on the back of the multi-
pad electrode (Figure 6) as it interfaces with the patient, the
clinician can activate selected pads, adjust the stimulation
current and observe the response. If multiple pads are acti-
vated, stimulation pulses are distributed with a predefined
IPI. A configuration of active pads producing the desired ef-
fect (e.g., hand closing) can be saved for further use. In this
protocol, as in the automated one, the user has insight into
the stimulation parameters while the procedure is in pro-
gress and can manually set parameters or activate/deacti-
vate pads using a graphical user interface.
Testing of intfes in stroke patients
The goal of this test was to estimate this system’s effect-
iveness and simplicity in a clinical environment and to
test the effect of the preferred electrode selection pro-
cedure for hand opening and closing as part of the
grasp/release procedure.
Subjects
Three hemiplegic patients (Table 2) volunteered for this
study. They signed an informed consent form approved
by the local ethics committee.Figure 12 Grasp and release of patient 1 produced when the
preferred pads were activated.
Figure 13 The shape of electrodes dedicated to the stimulation
of wrist and finger flexor and extensor muscles.
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The average time required to position the whole system,
including the data glove, rings and stimulation electro-
des, was less than 4 minutes [39]. The results from one
patient are presented in the following figures.
Figures 9 and 10 show finger and wrist twitch
responses to short stimulation trains. Based on the auto-
mated pad selection algorithm described in the Proced-
ure section (Wf= 1, Ww=−5), the optimal choice of
active pads in this example would be the following: 5
(22 mA), 6 (21 mA), 9 (18 mA) and 13 (18 mA) for hand
opening; 1 (22 mA), 2 (22 mA), 5 (19 mA) and 6
(21 mA) for optimal palmar grasping; and 8 (19 mA), 12
(20 mA) and 16 (21 mA) for wrist stabilization (exten-
sion) during grasping (Figure 11). To evaluate the selec-
tion algorithm, we performed hand opening and closing
using the pads and current intensities indicated aspreferred for these tasks. The stimulation protocol con-
sisted of repetitive hand openings (finger extensions)
and closing (finger flexions) using stimulation pulse
trains at 40 Hz with a duration of 2 s. The finger and
wrist trajectories during the elicited movements were
assessed by the sensor glove (Figure 12).
The range of motion during evaluation testing is
dependent on the patient’s neutral finger and wrist pos-
ition, which varied from patient to patient. As shown in
Figure 12, both the smallest flexion and extension were
achieved for the index finger because the electrode size
was not large enough to cover all of the hand muscle
motoneurons.
The results presented in Figure 12 are for one of the
patients (A). For the other two patients, we obtained
similar twitch measurement results in terms of selectiv-
ity. The preferred electrode was found to be different
among patients due to intersubject physiological vari-
ability (Figure 12). This finding indicates that the
optimization algorithm must be applied at least one time
for each patient. Repeated tests in all three patients
showed that the preferred electrodes were the same if
the electrode was positioned at the same position on the
forearm.
Conclusion
This pilot study in three patients clearly shows that
INTFES allows wrist stabilization and selective activa-
tion of muscles that are required for hand opening and
closing. Importantly, the multi-pad electrode application
enables asynchronous operation [20].
The feedback coming from the sensorized garment ef-
fectively provided necessary information for the algo-
rithm used in the tests, and the system was shown to
be robust. The automated algorithm for selection of pre-
ferred grasp has been tested successfully; it used the
twitch response (assessed by the flex sensors) and, in
short time, automatically generated the preferred elec-
trode configuration.
The size and shape of the electrode, in line with pre-
vious results, were found to vary substantially from pa-
tient to patient but remained the same from day to
day in each patient. These results suggest that once
the electrode size and shape are determined with re-
spect to the anatomical features of the forearm, the
INTFES system can be set up on the patient in less
than 2 minutes by a naïve user. The results demon-
strate that INTFES eliminates the tedious search
process and electrode deterioration due to multiple
attachments and detachments during the placement of
a single pad electrode.
The preferred electrodes do not have regular shapes;
they typically have a branching shape.
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functions were difficult to achieve (e.g., index finger
flexion, Figure 11). This difficulty stemmed from the in-
appropriate size and shape of the applied multi-pad elec-
trode used and led to the development and design of
improved electrode for the forearm (Figure 13). The
electrode size and pad configuration were designed using
measurements from 15 healthy subjects during hand
opening and closing with minimum wrist interference.
The INTFES system is operational and is currently being
used in clinical studies at the Dr. Miroslav Zotović Insti-
tute for Rehabilitation, Belgrade, Serbia. The device was
well accepted by the therapists, who learned to operate the
system in sessions lasting less than 30 minutes. The same
system can be applied for other therapeutic modalities
(e.g., foot drop correction, lower back pain, and fitness).
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